
Diabetic Foot Screen for Loss of Protective Sensation 

National Hansen's Disease Programs, LEAP Program, 1770 Physicians Park Dr., Baton Rouge, LA 70816 

Filament Application Instructions: 
1)  Show the filament to the patient and touch it to his/her hand or arm so that he/she knows it does not hurt. 

2) Use the 10 gram filament to test sensation at the indicated sites on each foot as shown. Apply the 
filament along the perimeter of and NOT on an ulcer, callous, scar, or necrotic tissue.  
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