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FDA Amendments Act of 2007
September 27, 2007, the FDAAA signed into law:

The Secretary shall promulgate regulations 
establishing a unique device identification system 
for medical devices requiring the label of devices 
to bear a unique identifier, unless the Secretary 
requires an alternative placement or provides an 
exception for a particular device or type of device. 
The unique identifier shall adequately identify the 
device through distribution and use, and may 
include information on the lot or serial number.
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Date Format
• If label includes a date (expiration, manufacture):
• Presented as Month Day, Year (JAN 1, 2012)
• All dates must include a day (JAN 2012 not 

allowed)
• The month shown as a three letter abbreviation in 

capital letters: e.g., JAN, FEB, MAR
• Day is an number from 1-31
• Year is a 4 digit number 

Effective 1 year after final rule publication
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Establishing a UDI System 
1. Combination of 4 distinct steps:
2. Develop a standardized system to develop the 

unique device identifiers (UDI)
3. Place the UDI in human readable and/or AutoID on 

a device, its label, or both
4. Create and maintain the UDI Database
5. Adoption and Implementation



1st – Developing the UDI
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• Develop UDI code according to ISO 15459 [issuing 
agencies like GS1, HIBCC]

• Created and maintained by the manufacturer
• Concatenating Device and Production Identifier
• Device Identifier (DI): [static] Manufacturer, make, 

model [i.e., each catalogue number]
• Production Identifier (PI): [dynamic] however 

product is currently controlled – serial, lot number; 
expiration, manufacturing date
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2nd – UDI Application
• Unique UDI applied to all levels of packaging, 

down to the lowest level (patient use/unit of use)
• Default location is the label
• Human readable and encoded in a form of 

automatic identification technology
• No specific technology (technology neutral)
• ALSO Direct Part Marking (DPM) for

• an implantable device (>30 days)
• intended to be used more than once, and 

intended to be sterilized before each use
• stand-alone software
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General Exemptions (1/2)
• Class I devices are not required to have production 

identifiers in UDI
• Devices, other than prescription devices, made 

available for purchase at a retail establishments.
• GMP-exempt Class I devices 
• Individual class I, single-use devices, all of a single 

version or model, that are distributed together in a 
single device package, which are not intended for 
individual sale – the UDI is on the package
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General Exemptions (2/2)
• Devices used for research, teaching, or chemical 

analysis, and not intended for any clinical use
• Custom devices within the meaning of 812.3(b)
• Investigational devices (part 812)
• Veterinary devices not intended for human use
• Devices intended for export from the US
• Device held by the Strategic National Stockpile
• Devices which FDA has established a performance 

standard and has included an UDI exception
• Shipping containers



UDI Application Example
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UDI Application Example
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UDI Application Example
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Combination Products and Kits
• Like other devices – intended to facilitate identification:
• Combination product (PMOA is a device) has its own UDI; 

each device constituent needs its own UDI.
• Except a CP that is physically, chemically, or otherwise 

combined with other parts of the CP such that it is not 
possible for the device constituent to be used except as part 
of the use of the CP.

• Each kit (devices only) has its own UDI; each device packaged 
in a convenience kit shall have its own UDI, distinct from the 
kits.
• Except – a device is intended for a single use does not need 

its own UDI
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3rd – Global UDI Database
• Device Identifier Type/Code [GTIN, HIBCC]
• Make/model; Brand/Trade Name
• Clinically relevant size
• Device version/model number (or reference number)
• Unit of Measure/Packaging level/quantity
• Controlled by – Lot and/or Serial Number; Exp. Date
• Labeler contact name, phone, email
• GMDN Classification code/term
• Whether packaged sterile
• Contains latex
• FDA premarket authorization (510k, PMA)
• Listing number



FDA’s UDI Database

Distribution

Web based tool

Business
Rules

Manufacturer
(Acme)

3rd Parties

The label of Medical Device 123 Size 45:
Device Identifier (Device XYZ123)
Production Identifier (Lot #ABC)
Expiration date (MMDDYYYY)

Sterile; Latex free

Bulk HL7 SPL

Minimum Data Set
For each Device Identifier:
• Manufacturer and model
• GMDN Code
• Other attributes

or

or

FDA’s UDI
Database

FDA

FDA Managed

Public User 
Interface

HL7 SPL
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4th – Implementation
• Based on premarket risk class:

• class III – 12 months after final rule (implants)
• class II – 36 months after final rule (equipment)
• class I – 60 months after final rule (disposables)

• Direct part marking requirements are effective 2 years 
after class effective date

• Phase out national numbering system (NDC/NHRIC)



How to provide Comments to 
proposed UDI Regulation
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• Submit comments electronic or written comments on the proposed rule by 
[INSERT DATE 120 DAYS AFTER DATE OF PUBLICATION IN THE 
FEDERAL REGISTER].

• You may submit comments, identified by Docket No. FDA-2011-N-0090 
and/or RIN No. 0910-AG31, by any of the following methods, except that 
comments on information collection issues under the Paperwork Reduction Act 
of 1995 must be submitted to the Office of Regulatory Affairs, Office of 
Management and Budget (OMB) at FAX: 202-395-7285, or e-mail comments 
to OIRA_submission@omb.eop.gov. 

• Please mark your comments to the attention of the FDA desk officer and 
reference this rule.
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What’s Next?

• FDA will consider all comments submitted.

• Final Rule – Coming Soon

• Implementation

• Training Stakeholders (Industry & Healthcare 
Professionals)
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Any Questions?

18

• www.fda.gov/UDI

• dsmica@fda.hhs.gov or 1-800-638-2041

• cdrhudi@fda.hhs.gov

18

http://www.fda.gov/UDI
mailto:dsmica@fda.hhs.gov
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